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Abstract. We have investigated calibration variations in the Rameau water vapor Raman lidar. This lidar system was developed by the Institut National de l'Information Géo-graphique et Forestière (IGN) together with the Laboratoire Atmosphères, Milieux, Observations Spatiales (LAT-MOS). It aims at calibrating Global Navigation Satellite System (GNSS) measurements for tropospheric wet delays and sounding the water vapor variability in the lower troposphere. The Rameau system demonstrated good capacity in retrieving water vapor mixing ratio (WVMR) profiles accurately in several campaigns. However, systematic shortterm and long-term variations in the lidar calibration factor pointed to persistent instabilities. A careful testing of each subsystem independently revealed that these instabilities are mainly induced by mode fluctuations in the optic fiber used to couple the telescope to the detection subsystem and by the spatial nonuniformity of the photomultiplier photocathodes. Laboratory tests that replicate and quantify these instability sources are presented. A redesign of the detection subsystem is presented, which, combined with careful alignment procedures, is shown to significantly reduce the instabilities. Outdoor measurements were performed over a period of 5 months to check the stability of the modified lidar system. The calibration changes in the detection subsystem were monitored with lidar profile measurements using a common nitrogen filter in both Raman channels. A short-term stability of 2-3 % and a long-term drift of 2-3 % per month are demonstrated. Compared to the earlier Development of Methodologies for Water Vapour Measurement (DEMEVAP) campaign, this is a 3-fold improvement in the long-term stability of the detection subsystem. The overall water vapor calibration factors were determined and monitored with capacitive humidity sensor measurements and with GPS zenith wet delay (ZWD) data. The changes in the water vapor calibration factors are shown to be fairly consistent with the changes in the nitrogen calibration factors. The nitrogen calibration results can be used to correct the overall calibration factors without the need for additional water vapor measurements to within 1 % per month.
Introduction
Water vapor plays an active role in many atmospheric processes involved in climate change and variability (Soden et al., 2002) . Accurate monitoring of water vapor profiles is thus of paramount importance to better understand these processes and improve climate models. Raman lidar has become, after several decades of research and development, a privileged device for the measurement of atmospheric water vapor profiles (Whiteman et al., 1992; Wandinger, 2005) . According to the GCOS-112 report, the ideal climate requirements for monitoring water vapor in the troposphere are 2 % precision, 2 % absolute accuracy, and 0.3 % per decade stability (GCOS-112, 2007) . This ultimate goal motivated significant international efforts to improve the accuracy and stability of current Raman lidar systems. In a different application field, but with similar stringent accuracy constraints, Raman lidars are expected to provide a means to calibrate wet path delays of Global Navigation Satellite
Published by Copernicus Publications on behalf of the European Geosciences Union. (Bosser et al., 2010) . The Institut National de l'Information Géographique et Forestière (IGN) and the Laboratoire Atmosphères, Milieux, Observations Spatiales (LATMOS) have jointly developed a multipurpose mobile water vapor Raman lidar system called Rameau (Bock et al., 2001; Tarniewicz et al., 2002) . The accuracy of water vapor mixing ratio (WVMR) profiles measured with Rameau has been demonstrated during several campaigns by comparison with other humidity sensors.
System (GNSS) measurements
To achieve lidar data with high accuracy and stability a careful and periodic calibration of the system is necessary. Calibration gets rid of systematic errors due to uncertainties in Raman cross sections and in instrumental factors (transmittance of optical elements, detectors of quantum efficiency and gain, mean atmospheric transmittance, etc.) and converts the lidar signals to absolute WVMR measurements (Whiteman et al., 1992) . Two different calibration techniques have been usually considered: one independent and the other dependent on external reference water vapor sensor measurements. The former has been first described by Vaughan et al. (1988) , who calculated the calibration coefficient as a combination of the H 2 O and N 2 Raman backscatter cross sections from Penney and Lapp (1976) and the relative instrumental transmission from experimental measurements and manufacturer data. Later, Sherlock et al. (1999b) suggested a new sensor-independent calibration method, which aimed at monitoring drifts caused by system changes such as aging of optical components. This new method is based on the decomposition of the calibration coefficient in two terms: one is represented by the transmission and detection efficiency of the Raman signals, this being specific to each lidar system, and the other is represented by the Raman effective cross sections. Daytime measurements of diffuse sunlight are performed in order to determine the transmission and detection efficiency of the system. The Raman effective cross sections are estimated from semi-empirical models which take into account the temperature dependency of the Raman cross section. The effective cross sections are then convolved with the instrument function. The absolute accuracy of this method is not better than 10 %, mainly due to theoretical uncertainties in the Raman cross section models (Sherlock et al., 1999b) . More recent empirical determination of water vapor Raman cross sections by Avila et al. (2004) finally allowed achieving an absolute accuracy better than 10 %. The use of these improved cross sections in the independent calibration technique of Venable et al. (2011) even resulted in agreement between the sensor-independent calibration and the traditional radiosonde-dependent technique of better than 5 %. The radiosonde-dependent technique is performed by calculating a constant, height-independent, normalization factor from the comparison of the lidar profile with a radiosounding (Ferrare et al., 1995; Leblanc et al., 2012) . Other sensordependent calibration techniques also use integrated water vapor (IWV) or zenith wet delay (ZWD) measurements, from GPS or from microwave radiometers (Turner and Goldsmith, 1999) , or ground-based humidity sensor data (Revercomb et al., 2003) . The dependent technique does not require us to determine the terms affected by large uncertainties such as the Raman cross sections of H 2 O and N 2 and unknown instrumental factors. It is an easy method for transferring the absolute accuracy of a reference sensor to the lidar data, hence potentially achieving an agreement of 5 % with the best operationally used radiosondes, 1-2 % with groundbased humidity sensors, and 2-5 % with GPS IWV or ZWD data (Bock et al., 2013) . The dependent technique suffers two limitations, however. First, equipment changes might impact the homogeneity of the reference sensor measurements and thus the long-term stability of the calibrated lidar data. Second, radiosonde-dependent calibration techniques may not be usable to monitor short-term variations due to thermal tweaks in the optical alignment as it would not be feasible to launch sondes hourly or even more frequently. Hence, a combination of sensor-dependent and independent calibration technique is a good option to achieve better absolute calibration with the dependent technique and a good stability, both in the short term and long term, with the independent technique. Sherlock et al. (1999b) suggested controlling the calibration stability with background measurements (keeping the laser off) during daytime. However, this method is based on the need for independent aerosol data, which limits its implementation. Lately, Leblanc and McDermid (2008) developed a stability control procedure with calibrated spectral lamps, reaching a calibration factor standard deviation of 2 % over more than a year. Venable et al. (2011) proposed an improved independent calibration technique which consists in scanning a known light source over the telescope aperture instead of a stationary lamp system. Advantages and drawbacks of these methods are further discussed in .
The Development of Methodologies for Water Vapour Measurement (DEMEVAP) campaign conducted in 2011 at the Observatoire de Haute-Provence, France, brought together Rameau and various instruments for measuring water vapor (Bock et al., 2013) . A comparison of various sensordependent lidar calibration methods was carried out. Four methods were tested using (i) point measurements from capacitive humidity sensors, (ii) radiosonde upper-air measurements, (iii) IWV measurements, and (iv) the GPS-lidar coupling technique developed by Bosser et al. (2010) . A more detailed description of the methods and the overall outcomes of the campaign have been presented in a previous paper (Bock et al., 2013) . Despite the accurate vertical profiling capacity of the Rameau lidar, significant variations of the calibration coefficient were observed during this experiment. An overall drift of 15 % over the 45 days of the campaign was noticed as well as 7 % peak-to-peak variations in the calibration coefficient between methods. In addition, for one given method, short-term fluctuations of 5 % were observed during one night. The long-term variation is partly explained by the change of the optical fiber, which is coupling the teleAtmos. Meas. Tech., 10, [2745] [2746] [2747] [2748] [2749] [2750] [2751] [2752] [2753] [2754] [2755] [2756] [2757] [2758] 2017 www.atmos-meas-tech.net/10/2745/2017/ scope receiver to the optical system containing the narrow band filters and photomultiplier tubes (PMTs). The change consisted in the replacement of a 0.8 mm fiber with a 0.4 mm fiber. This instrumental change required a complete realignment of the receiver optics which produced a jump in the calibration coefficient. We quickly hypothesized that a change in the beam size or position on the PMT photocathode produced a different signal strength. Indeed, spatial nonuniformity of PMT photocathode sensitivity is a problem which has been known for some time (Takhar, 1967; Dos Santos et al., 1996; Simeonov et al., 1999; Freudenthaler, 2004) . Diverse solutions have been tested, such as inserting a diffuser in front of each PMT window (Simeonov et al., 1999) or transmitting the beam through a field lens combined with a mirror tube (Freudenthaler, 2004) . These solutions allowed the spreading and/or focusing of the beam evenly onto the surface photocathode. However, they came along with significant signal losses (e.g., Simeonov et al., 1999 , estimated a loss of up to 25 %), which is detrimental to the detection sensitivity of the weak Raman signals. While seeking for the minimization of the PMT effects, we have noticed that beam mode fluctuations at the output of the fiber were adding significant variability to the lidar signals. This paper is devoted to the investigation and reduction of the major instability sources of the Rameau lidar system. Section 2 describes the instrumentation of the Rameau lidar system and discusses the potential instability sources in each of the subsystems. A redesign of the receiving optical system which allowed us to eliminate unexpected vignetting is described. Two new optical layouts which were introduced and tested in order to reduce the main instability sources, e.g., due to the optic fiber mode fluctuations and PMT photocathode sensitivity are also described. Section 3 presents experimental evidence of these instabilities from indoor measurements performed on the detection subsystem and demonstrates improved performance using the two new optical layouts. Section 4 presents outdoor experimental results of the overall the system stability using one of the new optical layouts. Finally, Sect. 5 discusses possible options for further improvement and concludes.
2 Presentation of the IGN-LATMOS Raman lidar and inventory of the sources of instability Figure 1 depicts the setup of the Rameau lidar system as it operated at the time of the DEMEVAP campaign (Bock et al., 2013) . Below we discuss the potential signal and calibration variation sources in each of the subsystems. The transmitter subsystem is composed of a Quantel Brilliant frequency-tripled Nd:YAG laser, transmitting pulses of ∼ 60-70 mJ at 354.7 nm with a repetition frequency of 20 Hz. The divergence is around 0.5 mrad full-width at half maximum with a pointing stability (short-term jitter measured over 200 shots) of 0.075 mrad (FWHM). Monitoring the pointing stability over several hours revealed beam wandering of about 0.5 mrad, however. Nevertheless, all these angles are reduced after transmission through an 8.4x refractive beam expander. The laser beam is finally sent out into the atmosphere coaxially with the receiving telescope through two deflecting mirrors. The beam expander also allows ensuring the eye safety of the system. The laser pulse energy is monitored by sampling a small reflected beam by a thin glass plate placed between the beam expander lenses (not shown). Energy is measured with an Ophir laser energy meter and logged into a file on the main PC for further analysis. Energy drops larger than 5 % are corrected by readjusting the alignment of the 3-ω crystal. During the DEMEVAP campaign this happened only twice, whereas the short-term laser pulse energy fluctuations remained well below 5 %.
The receiver subsystem is composed of a 30 cm diameter, 72 cm focal length, and a Cassegrain telescope coupled to the filtering and detection subsystem through an optical fiber. During the first stage of DEMEVAP, a 0.8 mm diameter UV grade optical fiber (Sedi Fibre, HCG800) was used. It was later replaced with a 0.4 mm diameter fiber (Sedi Fibre, TCG400). The diameter of the fiber acted as a field stop defining the receiver's field of view as ±0.28 mrad (or 0.56 mrad FWHM) in the case of the 0.4 mm fiber. This is large enough to contain the beam movements due to jitter and wandering of the transmitted laser beam. Nevertheless, during DEMEVAP we observed rapid correlated drops in the signal strengths on all three PMTs of the detection subsystem (PMTs nos. 2, 3, and 4), while neither the laser energy nor the signal strength on PMT no. 1 fluctuated. These signal drops can only suggest that the spot of the received laser beam was sweeping off the fiber aperture. Signal samples of two such cases illustrating a signal break and/or fading are presented in the top panels of Fig. 2 . In the first case, the signal break amounted to 20 %, while in the second case the signal reduced by a factor of 2.5 within 1 h. Such large movements of the received laser beam can only be explained by thermomechanical deformations of the optical bench, which are currently being investigated. During DEMEVAP operations, the drifts in the received signal were not controlled in a systematic manner. Otherwise, the transmitted laser beam would have been steered in such a way as to correct the transmitter and receiver misalignment. The bottom panels of figure 2 show coincident ratios of the Raman signals superposed with water vapor calibration factor values computed from GPS ZWD measurements (Bock et al., 2013) . Although there is no one-to-one correspondence between the signal variations in the top panels and the curves in the bottom panels, significant variations in the calibration factors and signal ratios are observed as well. Indeed, one can expect that spot displacements at the input of the fiber impact the shape and position of the beam at the output and thus the calibration factors.
Multimode optical fibers are sometimes thought of as being optical signal scrambling devices, but previous research (Avila, 1998) and our work here indicate that not to be the case. Short-length OH-rich fibers are typically used in lidars to reduce signal loss and fluorescence (Sherlock et al., 1999a) . The beam at the exit of such a fiber is composed of one or several superposed modes depending on the core diameter and on the numerical aperture (NA) of the fiber (Ghatak and Thyagarajan, 1989) . Variations in NA out due to tilts of the incident beam or even tilts of the fiber core with respect to the cladding have also been reported by Avila (1998) . Figure 3 shows pictures of beam spot samples that we observed at the output of our 1 mm diameter fiber for various positions and tilts of the injected light beam (from a 468 nm LED with matched numerical apertures of NA in = 0.22). Similar changes in the output beam diameter have been reported by Whiteman et al. (2011) . In addition to the changes in size and shape of the output beam, we also observed that the NA of the emerging beam can be larger than specified by the manufacturer. We tested several fibers with diameters of 0.2, 0.4, 0.8, and 1.0 mm, which are all given for an NA = 0.22 (Sedi Fibre). For the 0.2 and 0.4 mm fibers, the NA out was consistent with the manufacturer specifications. However, for the 0.8 and 1.0 mm fibers we measured up to NA out = 0.30. At the time of the DEMEVAP campaign, we were using a 0.8 mm fiber in a system designed for a fiber with an NA of 0.22. Using a fiber with a larger than expected NA resulted in vignetting on the apertures of various optical devices of the detection subsystem, which probably added significant sensitivity to beam wandering and thus increased calibration instability.
In order to eliminate this vignetting, we used the ZEMAX commercial optical ray tracing software (www.zemax.com) to optimize the optical design of the detector subsystem for different optical fibers. For each fiber, the focal length of the collimating L1 and the distance between the source -i.e., fiber output -and L1 was optimized to obtain a collimated beam throughout the system. The focusing lenses (L2, L3, and L4) were chosen in such a way as to achieve a 5 mm diameter spot centered on the 8 mm diameter PMT photocathodes. We came up with two options depending on the fiber diameter. The first option uses the smaller fibers (either 0.2 or 0.4 mm) and allows keeping the current length of the optical system. The second option uses the larger fibers (0.8 or 1 mm), which have the benefit of being less sensitive to beam wandering at the fiber input. This option requires modifying the layout of the detector subsystem to shorten the optical path between L1 and L3/L4. For now, we have not considered the option of removing the optical fiber to get rid of the mode fluctuations. Indeed, this would imply a complete redesign of the receiver and detector subsystems. With the current system, the fiber allows us to displace the detection subsystem from the transmitter and receiver block which is prone to electromagnetically induced interference.
The filtering and detection subsystem comprises, apart from the collimating lenses, two beam splitters (uncoated and coated UV-glass thin plates), B1 and B2; two high-pass filters (HPs) to ensure a rejection of the 354.7 nm signal to OD 12 (10 −6 each); and narrow band interference filters (IFs) to select either the Rayleigh-Mie (354.7 nm), Raman N 2 (386.7 nm), or Raman H 2 O (407.6 nm) signals. The interference filters used during DEMEVAP were from Barr Associates, Inc., with an FWHM of 0.38 nm (H 2 O), 0.44 nm (N 2 ), and 0.41 nm (Rayleigh-Mie). The filters were not intentionally tilted, so the incidence angles of the beams were assumed to be 0 • . The temperature dependence of the Raman cross sections were computed following , Avila et al. (1999 Avila et al. ( , 2004 , and Adam (2009) during the DEMEVAP campaign (September-October 2011) produced a 3 % variation in the transfer function for altitudes between 1 and 3 km. Corrections were applied to the measured WVMR profiles to mitigate these vertical and temporal variations (Bock et al., 2013) . The variations could not be completely removed, however. The reason might be the small unwanted tilts of the interference filters and imperfect collimation of the beams passing through the interference filters. The temperature dependence of the interference filter central wavelength and bandwidth is sometimes invoked, but this dependence is negligible with our filters (Barr Associates, Inc.). The detectors used in the Rameau lidar system are R7400-03 miniature metal channel dynode PMTs manufactured by Hamamatsu and assembled with a high-voltage (HV) divider by Licel GmbH. The PMTs are biased with individual stabilized high-voltage power supplies. However, it came out that due to thermal variations, the HV bias can fluctuate by a few volts around the nominal value of 850 V. We measured induced gain variations of ∼ 0.7 % per volt. In order to avoid differential gain variations between the N 2 and H 2 O PMTs, both PMTs are henceforth connected to a single HV power supply. The spatial nonuniformity of our PMT photocathodes was not measured directly. However, by comparison with results reported in the literature, we suspect that it is a significant source of instability in our system. Hamamatsu reported variations of ±10 % for the R1387 series (Hamamatsu Photonics K.K., 2007), while Akgun et al. (2005) measured variations of less than 20 % for the R7525HA. Simeonov et al. (1999) realized a sensitivity map of the 8 mm diameter photocathode of a Hamamatsu R5600 PMT (a previous release of Hamamatsu's miniature metal channel dynode PMTs). They reported variations from 0.2 to 2.8 times the mean signal value of the central part of the photocathode. These measurements were achieved by scanning the PMT's photocathode with a 200 µm light spot. In our system, the spot size is about 5 mm, which should significantly reduce the sensitivity to the spatial nonuniformity compared to the results of Simeonov et al. (1999) . We also expect that the photocathode homogeneity of the more recent R7400 series is improved over the older R5600 series.
The signal acquisition in the Rameau lidar is performed with a Licel GmbH transient recorder combining a 200 MHz counter and a 12 bit 40 Ms s −1 (mega samples per second) analog digitizer allowing for the measurement of Raman signals in photo-counting mode and the measurement of Rayleigh-Mie signals in analog mode, respectively.
3 Quantification of the instability sources from laboratory measurements
In this section, we present the results of laboratory experiments conducted on the detector subsystem to assess the impact of the diverse instability sources identified previously. An experimental device was designed (Fig. 4) to reproduce the beam displacements on one of the PMTs or at the input of the optical fiber. Photo-count signals are measured in the nitrogen and water vapor channels, S 3 and S 4 , and their ratio
is analyzed as a function of beam displacement. Since the measurements are made at the same wavelength (468 nm from an LED source), the ratio can thus be interpreted as
, where T is the transmission coefficient of the BS2 beam splitter and η 4 and η 3 are the detection efficiencies of channels 4 and 3, respectively. The ratio is a proxy of the detection subsystem calibration factor. Three instability sources were more specifically investigated with this system. They are identified by numbers on the figure. They simulate the impact of (1) spatial nonuniformity of the PMT when the detected beam is impinging on different zones of the photocathode, (2) the spot movement at the fiber input due to laser beam wandering, and (3) the rangedependent spot size variation of the backscattered signal on the fiber input.
The experimental device presented in Fig. 4 comprises an LED transmitting light through a 3 mm pinhole into a black aluminum tube ending with a 15 mm focusing lens. The output aperture is set to achieve an NA of 0.22, similar to the telescope. The fiber is set at a distance from the output aperture such that the diameter of the light spot impinging on the fiber input is about 130 µm. This distance is a crucial parameter since an error as small as 1 mm would lead to a spot size 4 to 5 times larger which would rapidly exceed the diameter of the tested fiber (e.g., for 0.2 and 0.4 mm diameter fibers). The fiber is set on a three-axes micrometric translation stage which enables us to adjust this distance and to simulate the spot movements labeled by numbers 2 and 3 in Fig. 4 .
The subsections below present the results for three different detection subsystem configurations discussed previously: Figure 4 . Schematic of the experimental setup used to test the stability of the detection subsystem. The 468 nm LED source, 3 mm aperture, and 15 mm lens simulate the incident light at the numerical aperture equivalent to the telescope. Three different instability sources are reproduced: (1) rotation of the PMT to test the sensitivity to the position of the beam on the photocathode, (2) lateral translation of the fiber input aperture with respect to the light source to simulate beam wandering at the fiber input, and (3) longitudinal translation of the fiber input to simulate the range-dependent variation of the spot size at the fiber input.
the initial configuration corresponding to the DEMEVAP campaign using a 0.8 mm fiber and subject to vignetting, option 1 using a 0.4 mm fiber and the optimized optical layout, and option 2 using a 1 mm fiber with a shortened and optimized optical layout.
PMT photocathode spatial nonuniformity
In this experiment (no. 1) the PMT is rotated 90 by 90 • to explore four different positions of the beam on the photocathode surface. For each position, 5 min of measurements were made and the normalized signal ratios were determined. The experiment was repeated for all three detection subsystem configurations. Figure 5 shows the results. With the initial optical configuration the maximal variation between two PMT positions is 4.6 %, which is on the order of the calibration factor variations observed during DEMEVAP (Bock et al., 2013) . With the two optimized configurations, the variations are 1 and 1.3 %, respectively. The complete experiments were repeated several times and led to the same conclusion -that both optimized configurations are significantly more stable than the initial configuration. These results confirm that spatial nonuniformity of the PMT photocathodes combined with beam displacements and vignetting were important factors of instability during DEMEVAP. Interestingly, the impact of spatial nonuniformity of the PMT photocathodes can be significantly reduced when vignetting is eliminated.
Spot movement on the fiber input
In experiment no. 2 we simulate the spot movement on the fiber input which is suspected in the real system to be induced by laser beam wandering and thermo-mechanical deformations of the optical bench. Displacing the fiber head with respect to the light source allows us to scan all spot positions across the fiber entrance (Fig. 4) . As mentioned above, these spot movements produce beam mode fluctuations at the fiber exit and thus beam shape and position variations on both PMT photocathodes. As for experiment no. 1, we repeated measurements for all three detection subsystem configurations. The results are illustrated in Fig. 6 . Again we see that with the initial configuration the variations are much larger than with the two optimized configurations. When the results are only considered for fiber displacements over a distance equivalent to one fiber diameter, the variations are about 3.5 % for the initial configuration and about 0.5 % for the two optimized configurations. Note that measurements were also feasible beyond the fiber diameters because of the size and divergence of the incident beam. For positions exceeding the fiber diameters, the signals were much weaker and the results noisier. The signal ratio variations increased up to 1-2 % for the two optimized configurations. These results confirm the previous ones and the hypothesis that displacements of the incident beam at the fiber input can be responsible for significant variations in the instrumentation calibration factor. With an optimized optical layout, the effect can be limited to 1 %.
Range dependence of the spot size
The variation illustrated in this section is not due to alignment and/or instrumental changes but to the systematic range dependence of the spot size at the fiber input. Indeed, when the fiber is placed at or close to the image focus of the telescope, rays coming from far objects will be collected. For objects closer than a critical distance, the image in the plane of the fiber becomes larger than the fiber aperture. ations of spot size at the fiber input produce variations of the NA and beam modes at the fiber output which are detrimental to the stability of the measurements because of the PMT spatial nonuniformity. One can argue that there is also an angular variation as the beam propagates away from the lidar in the operational configuration, but it is only of order 1 mrad and can thus be neglected compared to the numerical aperture of our system (NA = 0.22 with a 0.4 mm fiber). In experiment no. 3 we displace the fiber with respect to the light source to simulate a variation in spot size. This experiment was repeated only for the initial and one of the optimized configurations. Results are shown in Fig. 7 . For both configurations, the effect of range dependence of the spot size on the signal ratio is about 0.7 %. This effect is generally smaller than the two studied in previous sections. It is also significantly smaller than the variations reported previously by Simeonov et al. (1999) due to range-dependent spot movements on the PMT photocathode, mainly because, in the case of our system, the spot size on the PMT is much larger (5 mm, see Sect. 2) and the beam variations at the fiber output are tempered compared to the variations at the fiber input.
One can notice that the individual results in Fig. 7 are more scattered with the optimized configuration than in the previous experiments. This is due to the fast decrease in the signal-to-noise ratio (SNR) of the measured signals when the spot size exceeds the size of the fiber input. In conclusion, the range dependence of the spot size has thus a rather small impact on the calibration factors. When we repeated the experiment several times, it appeared that the best results (presented here) are only achieved when the beam in the detection subsystem is carefully aligned, however. 
Instrumental stability monitoring during experimental campaign
The validation campaign was conducted at the IGN facility in Saint-Mandé between March and July 2015. The Rameau lidar system was installed in a small van equipped with a rooftop aperture through which the laser beam was transmitted and backscatter signal was collected by the telescope. The lidar measurements were collected during 14 nighttime experiments with clear sky conditions. Each experiment consisted in the acquisition of a number of 5 min sequences (or sessions) of either of two types of measurements: (1) N 2 calibration measurements or (2) water vapor measurements. Table 1 lists the number and type of measurements for all 14 nights. Three GPS receivers (Trimble Net R9) equipped with PTU sensors (Vaisala PTU200) measured ZWD, pressure, temperature, and humidity continuously during the 5 month period. Two PTU sensors and GPS receivers were mounted on the top of a building, about 15 m above the lidar system. Another PTU sensor was operated from a higher nearby building (25 m). The PTU sensors were inter-calibrated with a common standard before the campaign. This setup allowed us to have well-collocated lidar, PTU, and GPS measurements for the external calibration. Figure 8 presents the time series of WVMR and the temperature measured by one of these PTU sensors. It can be seen that the 14 lidar experiments sampled very different atmospheric conditions in terms of temperature and humidity. Compared to DEMEVAP, several modifications were brought to the Rameau lidar system: -The optimized configuration no. 1 was implemented with a 0.4 mm diameter fiber. -A new three-axes micrometer positioning stage was installed to more accurately control the 3D position of the first lens of the beam expander. First, this allowed us to set the distance between the two lenses more precisely (Z axis). Second, it enabled us to more easily steer the transmitted laser beam (X-Y axis), especially for correcting the drifts in the transmitter and receiver alignments. These drifts were controlled continuously from the elastic and Raman signal returns at a 1 km distance, and corrections were applied when the signals dropped by more than 10 % within 5 min.
-More effort was put on the adjustment of the optical elements throughout the optical path to avoid vignetting. This adjustment is performed by tracking the beamformed by the light of the 468 mm LED -with different millimetric patterns.
-As for the electronic part, a checkup of the transient recorder by Licel GmbH led to the replacement of the preamplifiers. As a consequence the pulse amplitudes changed and discrimination levels in the acquisition software had to be modified accordingly. They were determined using the pulse height distribution technique recommended by Licel. The new levels were also validated by checking that the detected photon rates matched properly to the expected Poisson law (mean photo count equal to variance). Deviations from Poisson law can be observed when the discriminator level is too low and ringing in the coaxial cables produces multiple pulses in response to one detected photon.
Water vapor profile retrieval and calibration
The signals were acquired with a spatial resolution of 7.5 m and temporal resolution of 20 s (average over 400 laser shots). After background and saturation correction, the Raman signals are further averaged in 5 min time bins to improve their SNR and the WVMR is computed following the equation below (Whiteman, 2003b) :
where S X is the signal measured in channel X and B X is the background (X = H 2 O or N 2 ). The calibration function C lidar (z) can be decomposed as follows :
where r N 2 is the mass mixing ratio of nitrogen, M X the molecular weight of the species X (H 2 O or N 2 ), O X the overlap function, ξ X the instrumental transmission and detection efficiency of the optical and electronic elements in channel X, τ (z, λ X ) the atmospheric transmittance from ground to distance z,
the Raman backscattering cross section of the species X, and F X (T (z))
may be interpreted as the effective molecular cross section consistent with the use of a monochromatic optical efficiency term (Whiteman, 2003b) . Where necessary, the wavelength is explicitly indicated (λ H 2 0 = 407.6 nm or λ N 2 = 386.7 nm).
The ratio of the overlap functions was determined from the ratio of signals in the H 2 O and N 2 channels made using a common N 2 filter (N 2 calibrations, see next subsection). We found that the ratio reaches unity at a distance of about 150 m and varies in the range of ±3 % below. The determination of the overlap ratio in this way is not very accurate at the lowest elevations because the measurements are very noisy. We decided thus to avoid correcting for this effect. As a consequence, a small residual bias might affect the PTU calibrations results presented later because they use the shortrange lidar measurements. The uncertainties associated with the other terms (ratios of C X , T X , and
) are typically 5-10 % (Tarniewicz et al., 2002) . As mentioned earlier, Venable et al. (2011) showed that it is possible to achieve independent calibrations with an accuracy better than 5 %. Figure 9 shows an example of a WVMR profile measured by the Rameau lidar and by an operational radiosonde launched by Météo-France at Trappes about 30 km from Saint-Mandé. The integration time of the lidar profiles used in this work is 5 min, and the vertical resolution is between 7.5 and 240 m, depending on the altitude in the profile (Bosser et al., 2007) 6  5  5  3  1  0  4  4  3  3  3  N 2  2  1  2  1  0  2  2  2  3  2  3 compared to the other instruments (Bock et al., 2013) , a recent study showed that MODEM M10 sondes have improved and now have a very similar performance to the Vaisala RS92 sondes (Ingleby et al., 2016) . However, because the radiosonde measurements are made at a distance of 30 km, the profiles do not agree well all the time, especially in the lower levels. This is a main reason why we did not use the radiosonde data as a source for external calibration of the lidar profiles such as done during DEMEVAP. External calibration of the lidar WVMR profiles was achieved with two types of auxiliary measurements: relative humidity measurements from PTU sensors and ZWD data derived from GPS measurements following the methodology described in Bock et al. (2013) . It can be questioned whether the portion of atmosphere between these measurements and the first valid lidar range bin (33.75 m) would introduce a significant bias in the calibration. To evaluate this effect we estimated the mean vertical gradient in WVMR from simultaneous humidity measurements from PTU sensors at two different heights (15 and 25 m). We found a mean difference in WVMR of 0.1 g kg −1 . Extrapolating the PTU WVMR values linearly to the height of the first valid lidar range bin gives an estimate of the bias of 0.5 g kg −1 or 5 %, which is quite large. However, this result should be moderated by the fact that the observed vertical gradient in WVMR from our lidar measurements is much closer to zero in the surface layer (Fig. 11b) . It is thus expected that this bias is much smaller than 5 %. From this we conclude that neither our PTU measurements nor our ZWD estimates computed from the lidar profile data need be adjusted for the vertical displacement with respect to the lidar data. Regarding the upper layers, the lidar profile data were completed with radiosonde profile data between 5 and 10 km altitude for the ZWD computation. Beyond 10 km the water vapor has negligible contribution to ZWD. Note that our calibration procedure using ZWD data is completely equivalent to the more usual one using IWV data (Bosser et al., 2010) .
Monitoring system stability with the N 2 calibration procedure
The instrumental stability of the Rameau lidar system was monitored during the Saint-Mandé campaign by means of N 2 calibration measurements made with a common N 2 filter placed at the entrance of the receiving module (after L1, see Fig. 1 ), with the other interference filters being removed. This kind of calibration procedure was first described by Vaughan et al. (1988) and Whiteman et al. (1992) . It should be noted that in operations different filters are used in both channels and measurements are made at different wavelengths (386.7 and 407.6 nm). The calibration factor derived from the N 2 calibration measurements needs to be adjusted to provide absolute WVMR profiles. This adjustment is done by comparison with external WVMR measurements (see next subsection). Two sequences of N 2 calibration measurements were made each night. Measurements from the N 2 and H 2 O channels were acquired over 5 min. The N 2 calibration factor was computed as a ratio of the mean signals measured in the H 2 O and N 2 channels on a selected layer. Three different layers were tested: 150-250, 350-450, and 850-950 m. The former two had an SNR above 10 on average in both channels, while the latter usually had a lower SNR and was thus more noisy. In general, the results from the three layers were fairly consistent.
The results are shown in Fig. 10 and Table 2 . Despite the fact that the new configuration has been implemented in the detector subsystem and optical alignments have been care- fully controlled, a drift of 2.5-3.0 % per month is still observed during the Saint-Mandé campaign. However, this drift is 3 times smaller than the one observed in the DEMEVAP campaign (9-10 % per month). So it can be stated that the modifications significantly improved the stability of the lidar system. The drifts still observed cannot be explained by aging of optical or electronic components but rather by long-range dependence of calibration changes due to realignments of the transmitted laser beam or interventions on the detection subsystem (e.g., change of optical fiber during DE-MEVAP or tests with different interference filters during the Saint-Mandé campaign). The dispersion of the calibration results reported in Table 2 is also improved during the Saint-Mandé campaign compared to DEMEVAP (1.6 % vs. 2.3 % at best). We think that the reduction of the short-term fluctuations is due to the use of a smaller optical fiber (0.4 mm) which exhibits less mode fluctuations and a better centering and spreading of the beam on the PMTs. Table 1 for correspondence with dates).
Water vapor calibration with external measurements
The water vapor calibration factors were determined using two different techniques: humidity measurements from PTU sensors (referred to as the "PTU method" in the following) and ZWD data from GPS measurements (referred to as the "GPS method"). For each method, a set of parameters was examined in order to find the most stable time series of calibration factors. For the PTU method, different widths and heights of the lidar profile were tested. Figure 11 shows coincident lidar and PTU WVMR measurements for the whole period of the campaign. There is very good agreement between both measurement time series. The minimal root mean square error (RMSE) was 0.25 g kg −1 absolute or 5 % relative for a layer starting at a height of 33.75 m with a width of 67.5 m.
For the GPS method, we sought the best way to complete the lidar profile in the upper layers testing different starting heights for the radiosonde. The lidar profiles were considered up to 5 km only and completed above with the radiosonde profiles from Trappes up to 10 km. The fraction of the lidar ZWD represents more than 90 % of the total ZWD. Assuming that the accuracy of the sonde measurements in the layer between 5 and 10 km is about 10-20 %, the accuracy of the correction is about 1-2 %. This is the expected accuracy of the GPS ZWD calibration technique.
The final results are presented in the top panel of Fig. 12 Table 2 ). The slope correction was fitted from the N2 calibration data as a function of time. We did not use the night to night coefficients correction approach described by Whiteman et al. (1992) because our N 2 calibration coefficients are noisy and we did not want to add more dispersion to the H 2 O calibration coefficients. The results during the drier months of the Saint-Mandé campaign (March and April) are more scattered (see Fig. 8 ). The difference in the mean calibration constants derived from GPS and PTU methods (observed during both campaigns) can be partly explained by the differential overlap function which is not corrected. During the Saint-Mandé campaign, the vertical displacement between the PTU measurements and the lidar profile data discussed in Sect. 4.1 might contribute as well. Table 3 reports the slopes of linear regression and the dispersion of the water vapor calibration factors before and after the slope correction based on the N 2 calibration results. The slopes estimated from the uncorrected data amount to 2-3 % per month for the Saint-Mandé campaign and 7-9 % per month for DEMEVAP. They are fairly consistent with the slopes determined from the N 2 calibrations (Table 3) . As a consequence, the linear correction based on the N 2 calibration results is able to eliminate the overall drift almost completely. Thanks to the N 2 calibration correction, the residual drift is smaller than 1 % per month for the Saint-Mandé campaign and 2.2 % per month for the DEMEVAP campaign. The dispersion of the ZWD calibration coefficients after slope correction is at the 3 % level for both campaigns. The increased dispersion of the water vapor calibration factors compared to the N 2 calibration factors (Table 3) is explained by larger noise in the water vapor lidar measurements. The slightly smaller dispersion for the GPS calibration results of the DEMEVAP campaign is similarly explained by reduced noise in the DEMEVAP water vapor measurements thanks to longer integration time (20 min compared to 5 min in SaintMandé). During DEMEVAP, the lidar ZWD estimates also benefited from collocated radiosonde data launched twice a night which were used to complete the profiles in the upper levels, contrary to the Saint-Mandé campaign during which only one non-collocated radiosonde profile was available per night.
Summary and conclusions
In this paper we have investigated the origin of instrumental calibration instabilities observed with the Rameau water vapor Raman lidar system. Based on the results of an ear- lier campaign, DEMEVAP, we established a list of possible short-term (< 1 h) and long-term (> 1 month) instability sources. We have shown that laser beam wandering at the fiber input causes size and shape variations of the beam at the fiber output which can generate short-term differential variations in the response of PMT signals because of spatial inhomogeneity of the PMT photocathodes. In addition to the spatial inhomogeneity of the PMT photocathodes, high-voltage fluctuations -caused for instance by temperature fluctuations -may also have generated short-term fluctuations in gain.
Although every lidar system has its own instrumental characteristics, the use of PMTs is well generalized and this instability source is certainly a fundamental cause of short-term and long-term instability in many lidars. Because it is impossible to eliminate completely laser beam wandering and jitter, short-term fluctuations are to be expected in all systems, whether they use optic fibers or not. However, mode fluctuations observed with fibers might produce additional instability.
A careful investigation of all optical components revealed that some of the optic fibers used to couple the telescope to the detection subsystem of the Rameau lidar had a larger numerical aperture than specified, which led to unexpected vignetting issues that could have affected measurements of the DEMEVAP campaign. We have shown that the redesign of the optical layout could get rid of the vignetting issue. Combined with a rigorous alignment of the beam in the detection subsystem, these changes allowed us to significantly improve the stability of our measurements. We conducted a series of laboratory experiments to quantify the short-term calibration instabilities due to beam wandering and PMT photocathode inhomogeneity and to test the potential improvements from two optimized optical configurations of the detection subsystem. We have shown that the optimized optical configurations reduced the calibration fluctuation from 3.5 % to less than 1 %. Auto-alignment of the transmitter and the receiver would further improve the short-term stability. Commercial boresight alignment systems are capable of maintaining the pointing accuracy within 10-20 µm (Whiteman et al., 2012) .
We also conducted an outdoor campaign to assess the impacts that the modifications had on the system in terms of its short-term as well as long-term stability (over 5 months). The detection subsystem stability was more specifically monitored with N 2 calibration measurements while the overall system stability was evaluated from H 2 O calibration coefficients determined with the help of PTU humidity measurements and GPS ZWD data. The N 2 calibration factors exhibited drifts in the long term of 2-3 % per month. Drifts of similar amplitude (1 to 5 % per month) have also been reported in other Raman lidar systems (Brocard et al., 2013) . These long-term drifts are thought to originate from a combination of the long-term memory of the system due to frequent realignments of the laser to the receiving telescope and occasional abrupt changes due to interventions on the detection subsystem (e.g., tests of interference filters requiring the opening of the detection box and change of filters). Compared to the DEMEVAP results, the long-term stability was nevertheless improved by a factor of 3. These results demonstrate that the optical design of our detection system has been significantly improved and that the overall lidar system has been well stabilized.
The short-term fluctuations in our system amounted to 2-3 % (1 standard deviation). Based on our experience from the earlier laboratory tests, we believe that these fluctuations are not due to random detection noise but to rapid variations in position and/or shape of the optical beams on the PMTs due to primarily the frequent realignment of the laser to the receiving telescope and to natural laser beam wandering.
We have found that the drifts observed in the H 2 O calibration coefficients are fairly consistent with those observed in the N 2 calibration results. This confirms that they are due to changes in the response of the detection sensitivity of the two Raman channels. Correction of the lidar measurements with the N 2 calibration results is shown to almost completely eliminate the drifts in the lidar measurements. Hence, the combination of N 2 calibration and absolute calibration from PTU or GPS ZWD measurements appears as an interesting approach based on an idea similar to the hybrid calibration technique discussed by Leblanc and McDermid (2008) and Whiteman et al. (2011) . The N 2 calibration measurement is quite easy to implement compared to the other techniques sometimes used. Moreover, there is no need for auxiliary aerosol measurements, and, contrary to the daytime measurement technique proposed by Sherlock et al. (1999b) , it is not impacted by changes in differential atmospheric transmission. In the case of our system, the implementation of the N 2 calibration measurements could be improved by setting a spectral calibration light source directly at the entrance of the fiber, without going through the telescope. It would allow keeping the N 2 and H 2 O interference filters in place.
A major issue in our system is the need for frequent realignments of the laser to the receiving telescope. We believe this is a result of thermal deformations of the mechanical frame connecting the laser transmitter to the telescope. Strengthening of the mechanical frame and athermalization of the optical bench are considered to solve the problem. In addition, a small-scale version of the optical detection subsystem could also be foreseen. In such a small size system, the fiber would be removed and the receiving module would be placed at the focus the telescope. Such a miniaturized system would be less subject to vignetting and allow using micro-sized PMTs that can be expected to have more homogeneous photocathodes. Such improvements would allow the improved sounding of water vapor profiles and contribute usefully both to atmospheric research and GNSS vertical positioning applications.
Data availability. The data can be obtained on request to olivier.bock@ign.fr.
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